General Disclaimer 


One or more of the Following Statements may affect this Document 


• This document has been reproduced from the best copy furnished by the 
organizational source. It is being released in the interest of making available as 
much information as possible. 


• This document may contain data, which exceeds the sheet parameters. It was 
furnished in this condition by the organizational source and is the best copy 
available. 


• This document may contain tone-on-tone or color graphs, charts and/or pictures, 
which have been reproduced in black and white. 


• This document is paginated as submitted by the original source. 


• Portions of this document are not fully legible due to the historical nature of some 
of the material. However, it is the best reproduction available from the original 
submission. 


Produced by the NASA Center for Aerospace Information (CASI) 



FACILITY FORM 602 


m S I- £,533 C 


IMP-1 SPACECRAFT 
INITIAL MAGNETIC TEST 


WILLIAM L. EICHHQRN 


OCTOBER 1970 


(psrc 


GODDARD SPACE FLIGHT CENTER 

GREENBELT, MARYLAND 


N7H - 25809 

* a ^ - " ** 


ACCESSION-NUMBER) 



(NASA CI^OR TMX OR AD NUMBER) 


(THRU) 

<3 > 


(CODE) 

30 


(CATEGORY) 


I . 



IMP-I SPACECRAFT 


INITIAL MAGNETIC TEST 


William L. Eichhorn 
Test and Evaluation Division 
Systems Reliability Directorate 


October 1970 


GODDARD SPACE FLIGHT CENTER 
Greenbelt , Maryland 


Test Engineers: 


Prepared By: 


Reviewed By: 


Approved By: 


t 


IMP -I SPACECRAFT 
INITIAL MAGNETIC TEST 


W. D. Kenney R. W. Stewart 

C. A. Harris T. Roy 

Magnetic Tost Engineers 


(1)./ C-J/JL' - 

William L. Eichhorn 
Magnetic Test Engineer 







a 


C. Leland Parsons 

Head, Magnetic Test Section 



;■) ^ 


William G. Brown 

Head, Functional Test Branch 





9 


ii 


IMP-I SPACECRAFT 

INITIAL MAGNETIC TEST 

William L. Eichhorn 
Test and Evaluation Division 


SUMMARY 


The IMP-I spacecrafts initial magnetic test, conduct- 
ed in the Spacecraft Magnetic Test Facility at Goddard 
Space Flight Center, consisted of dc rotation depend- 
ing on two axes. This procedure reduced the perm 
bias at the location of the flight sensor to within the 
specified limits (<#. 125 nanoteslas on each axis) and 
reduced the permanent magnetic moment of the space- 
craft from 376 to 55 mA -m 2 . The flight magnetometer 
was successfully calibrated on all ranges. 
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PROJECT STATUS 


This is the initial report of the determination of the magnetic 
properties of the IMP-I protoflight spacecraft. The final test 
is scheduled for February 1971. 


AUTHORIZATION 


Test and Evaluation Charge No. 325-8C3 -51-25-02 
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IMP-I SPACECRAFT 
INITIAL MAGNETIC TEST 


INTRODUCTION 

The preliminary magnetic test of the IMP-I protoflight spacecraft was conducted 
at GSFC's Spacecraft Magnetic Test Facility (SMTF) during the period May 25 
to June 5, 1970. 

The IMP-I mission places stringent requirements on the magnetic characteris- 
tics of this spacecraft, A major concern is the field level at the flight-sensor 
location, which must be kept within design limits for correct magnetometer per- 
formance. To keep the spacecraft magnetically clean, most of the subsystems 
were tested before spacecraft assembly. NASA X-document X-325-70-412 con- 
tains a complete description of this test program. * Another concern is the per- 
formance of the flight magnetometer. This monitors the interplanetary magnetic 
field and is located on a boom about 3.5 m (11. 5ft) long. 


PURPOSE OF TEST 
Test objectives were: 

• To determine the amount of magnetic-field disturbance at the flight- 
magnetometer position, to show whether this value was within acceptable 
limits 

• To determine the spacecraft net dipole moment for permanent , induced , 
and stray magnetic states 

• To determine the spacecraft magnetic interference levels at experiment 
sensor locations 


TEST DESCRIPTION 

The Spacecraft Magnetic Test Facility (Appendix A) uses three orthogonal 
Braunbek coils to produce a homogeneous zero-field test environment and to sus- 
tain the highly accurate magnetic fields required for calibration. 


*C. A. Harris, October 1970 
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The* spacecraft was mounted on a moveable turntable dolly, with the magnetome- 
ter boom pointing along the +X axis of the facility <north) (Figure 1), This dolly 
was used ooth as a means of transporting the spacecraft between the coil center 
and the trucklock and as a means of rotating the spacecraft when in the center of 
the coil system during remotely controlled rotation. 

While in the center of the coil, the spacecraft was enclosed in a nonmagnetic 
cleanroom shroud to minimize the threat of contamination. A downward stream 
of clean air was maintained in the shroud at all times. 

Four Forster /Hoover MF 5050 triaxial fluxgate magnetometers were used for 
magnetic measurements. Figure 1 shows the locations of these magnetometers. 
The output signals of these magnetometers were sent to the operations and in- 
strumentation building, where they were recorded on strip charts and magnetic 
tape. Microswitches were used to index the strip charts every 10 degrees dur- 
ing a rotation and every foot from the coil center during roll out. 

The sensor outputs were digitized and placed on magnetic tape by the magnetic 
data acquisition system (MADAS). In this system the output of a digital angle 
encoder is used to initiate the sampling of the 12 sensors every 10 degrees dur- 
ing a rotation. This tape is then processed by a computer for a printout of the 
data. 


STATIC MAGNETIC STATES 

With the spacecraft in the trucklock, a Schoenstedt magnetometer was used to es 
tablish zero field at the coil center. The Forster/Hoover magnetometers were 
adjusted to read zero, and a background was taken on MADAS, The spacecraft 
was brought to the center, rotated clockwise several times, then returned to the 
trucklock where another background was taken. The magnetic moments of these 
states were determined by hand by far-field analysis and on the 3100 computer 
by near-field analysis. 


DYNAMIC MAGNETIC STATES 
I nduced Moment 

With the spacecraft in the trucklock, a field of 10,000 nanotesla north was es- 
tablished at the coil center. The magnetometers were adjusted to read zero, 
and the spacecraft was rolled in. Rotational data were taken, and the spacecraft 
was rolled out. In this case, moments were determined by far-field analysis 
only. 
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(ALL DIMENSIONS ARE IN METERS UNLESS OTHERWISE INDICATED) 
Figure 1 . Test Setup for Mognetic Measurements of IMP-1 os viewed from the east 


Solar Simulation 


A battery of sun guns, adjusted so that each band of solar cells received equal 
illumination, illuminated spacecraft solar panels. Rotational data were taken. 

S tray Field 

With the spacecraft alternately on external power and on battery power, one ex- 
periment was activated at a time to determine the effects of its operation on the 
spacecraft’s magnetic field. No rotational data were taken. 


EXPOSURE AND DEPERM 

The spacecraft was rotated so that the peak of its magnetic field was along the 
east-west axis of the coil system. A dc magnetic field of 15 x 10" 4 tesla was 
applied with the two 9-foot coils on either Bide of che spacecraft. The direction 
which would maximize spacecraft moment was chosen. 

The same pair of coils were used for deperming. During deperming with the 
spacecraft in the upright position, the spacecraft was rotated at about 9rpm for 
2 minutes while a dc field was decreased from 27 x 1CT 4 tesla to zero. For 
Z-axis deperm, the spacecraft was placed on its own dolly with the spin axis 
horizontal, and a similar treatment was conducted. 


MAGNETOMETER CALIBRATION 

/ 

The spacecraft’s flight magnetometer was calibrated with the spacecraft loca- 
ted so that the magnetometer on its fully deployed boom was at the center of 
the facility (Figure 2). The magnetometer was aligned through the alignment 
of the axes of the spacecraft with those of the coii system. The Spacecraft 
Magnetic Test Facility artificial field system incrementally applied field vec- 
tors to calibrate each axis of the sensor at 11 points on each range. Space- 
craft spin was simulated by rotating the magnetic field of the coil system at 
5 rpm in the horizontal plane. 


POWERDOWN QUIET TEST 

All ac power to the magnetic test site was turned off while the spacecraft’s crew 
conducted electromagnetic interference tests. 
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RESULTS AND DISCUSSION 


Table 1 lists general field levels seen during each of the tests, by giving peak- 
to-peak field excursion seen on each of the sensors, and the in -versus -out read- 
ing for each state. The data in the table indicate that the spacecraft was mag- 
netically clean. 

Tables 2 and 3 list the calculated values for the spacecraft moments for each 
state. The moments listed in Table 2 were determined from data taken on the 
probe at 11 feet by far-field analysis, which assumes that the spacecraft’s field 
is purely dipolar. Appendix B contains an example of far-field analysis. 

The moments of the spacecraft in the static magnetic states were determined, 
from the complete field signatures seen on the closest sensors, by near-field 
analysis. Table 3 lists the results. The calculations were done on the 3100 
computer; Appendix B explains this procedure and the theory behind it. 

Data taken on magnetometers 1 and 2 were used for the initial and post-exposure 
moments. The moments for the other perm states were determined from data 
taken on magnetometer 1 because data taken on the other sensors were oonsiu- 
ered too weak to be reliable for near-field analysis. Values calculated from 
this limited amount of data were found to be consistent with the observed data 
when expected field levels on the other sensors were calculated. 

After the first deperm of the spacecraft, the field magnitudes seen at the flight- 
magnetometer position warranted a Z-axis deperm treatment. After this and 
another standard deperm were performed, the perm bias at the flight sensor 
was found to be within design limitations (^0.125 nanoteslas on each axis). 

The final moments as determined by near-field analysis were: 

M x - 3 ±15 mA -m 2 
M y = 6 ±15 mA-m 2 
M z 55 ±15 mA-m 2 


CONCLUSIONS 

The magnetic moment of the IMP-I spacecraft was reduced from an initial value 
of 376 ±20 x 10~ 3 A -m 2 to a final value of 55 ±20 mA -m ? by several dc rotation 
deperm treatments . These treatments also reduced to zero the perm bias at 
the flight magnetometer. 
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Table 1 

IMP-I Magnetic Fields (in Nanoteslas) 



Final 










































Table 2 

IMP-I Magnetic Moments by Far-Field Analysis in mA -m 2 


State 

Mxy 

Mz 

Mt 

Initial 

47 

380 

382 

Post 15 x 10 -4 tesla exposure 

800 

380 

885 

Post deperm 

14 

56 

58 

Induced + perm 

. . .... 

120 

82 

145 

Stray + perm 

_ ... . - . .. ... 

66 

... .. . .. 


Post stray 

14 

68 

69 

Solar simulation 

14 



Final 

14 

68 

69 


Table 3 

IMP-I Magnetic Moments by Near-Field Analysis in mA -m2 


State 

1 

Mx 

My 

Mz 

Mt 

Initial 

41 ±20 

-54 ±20 

370 ±20 

376 ±35 

Post exposure 

657 ±16 

-235 ±20 

284 ±20 

751 ±35 

Post deperm 

+6 ±15 

-3 ±15 

55 ±15 

56 ±25 

Post stray 

+3 ±15 

+6 ±15 

55 ±15 

56 ±25 

Final 

.... . . 

3 ±15 

6 ±15 

— — - 

55 ±15 

56 ±25 


The relative weakness of the initial field of the spacecraft attests to the effec- 
tiveness of the IMP-I magnetics control program. This program placed strict 
magnetic requirements on all spacecraft subsystems in order to create a mag- 
netically clean spacecraft. 
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APPENDIX A 


SPACECRAFT MAGNETIC TEST FACILITY 


The Spacecraft Magnetic Test Facility provides a controlled magnetic environ- 
ment for magnetic testing of spacecraft or spacecraft components. The 12.8- 
meter (42 -ft) diameter, 3-axis coil system permits the establishment of zero 
field or of a field of any desired magnitude and direction with a maximum of 
60,000 nanoteslas (gamma) per component. Current-regulated power supplies 
provide stability of ±1 nanotesla (gamma) over a 24-hour period, and the coil 
geometry provides uniformity of field within 0.6 nanoteslas (gamma) over a 
spheric volume of 1 meter (3.2 ft). Three earth’s field magnetometers and 
associated control systems provide automatic compensation for the daily varia- 
tion of the earth's field. 

In addition to being capable of generating static magnetic fields, programmed 
coil currents can produce a vector which will rotate about any desired axis 
through the center of the coil system at a maximum of 100 radians per second. 
The magnitude of the rotating vector has a maximum limit of 60,000 nanoteslas 
(gammas). 

The facility is equipped with a 22,200-newton (5000-pound) capacity overhead 
hoist; a 8800-newton (2000-pound) capacity hydroset for gentle handling of deli- 
cate spacecraft; a track system and dolly for transporting the spacecraft from 
the trucklock to the center of the coil system; and, at the coil center, a turntable 
which is powered to rotate the spacecraft while it is centered in the coil. The 
turntable has an angle encoder to synchronize angular position and magnetic 
measurements. In addition, the facility has a gimbal for producing spacecraft 
rotation about a horizontal axis. 

A portable Helmholtz coil pair, 2. 74-meter (9-ft) diameter, can provide fields 
up to 25 x 10 " 4 tesla (25 gauss' for perming and deperming the spacecraft along 
one axis. A 1.53-meter (5-ft) diameter coil is also available for applying such 
fields along a second axis of the smaller spacecraft. 

A highly sensitive torquemeter, located directly below the turntable, permits 
direct measurement of torques resulting from interaction between the magnetic 
moment of the spacecraft under test and the field produced by the coil system. 

The torquemeter can be rigged to accept loads up to 22,200 newtons (5000 pounds) 
and to measure torques to an accuracy of 50 x 10" 7 newton-meters (50 dyne 
centimeters) . 

Four triaxial fluxgate magnetometers may be used simultaneously to provide 
meter display, strip-chart records, or digital-printout records. The positions 


A-l 


of the magnetometer probes may be varied su.i the needs of the individual 
subsystem or spacecraft under test. 

Figure A-l shows the Spacecraft Magnetic Test Facility. Figure A-2 shows the 
IMP-I spacecraft under test. 
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APPENDIX B 


DATA -ANALYSIS PROCEDURES 


NEAR-FIELD ANALYSIS 

Data on the perm states of the spacecraft were input into the 3100 computer for 
near-field analysis, a procedure using the premise that the spacecraft's mag- 
netic field is a superposition of a finite number of multiple fields. 

As the spacecraft is rotated past the fixed probes, a set of field signatures can 
be obtained. Each of these signatures can be broken down into its Fourier com- 
ponents, which can be related to the multipole moments of the spacecraft. The 
X- and Y-axis dipole moment components are related only to the fundamental 
sine and cosine amplitudes on the horizontal sensors; the Z-axis moment com- 
ponent is related to the dc amplitude on the vertical sensors. 

The dipole moment component can be solved by first calculating the necessary 
Fourier amplitudes from the field signatures and then determining, by a least- 
squares procedure, the most probable sets of multiple coefficients consistent 
with these amplitudes. For example, after spacecraft exposure, data was ob- 
tained on two magnetometers located at 152.4cm and 239.4cm (Table B-l). 
Analysis for all three moment components was essentially the same. For one 
axis: 


CXj = cosine amplitude of sensor Xj (i = 1,2) 

SYj = sine amplitude of sensor Yj 
After analysis of the data in Table B-l, 

CXj = 48. 932 ±0. 05 nanoteslas 
CX 2 = 10. 066 ±0. 05 nanoteslas 
SYj = -21. 571 ±0. 254 nanoteslas 
SY 2 = -4. 927 ±0. 253 nanoteslas 

From these quantities the most probable X-axis dipole moment of the state is 
determined. These fields are almost dipolar. For a pure dipole CX 2 = 0.258 
CX lt SX 2 = 0.258 SK X , I CX 2 I = 2 I SY 2 I , CX ! = 2 I S Y t I . 
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Therefore, it can be assumed that the field seen is approximately a dipole plus 
an octupole field. 

M x = X-axis dipole moment 

Ms = X-axis octupole moment of concern 

r = 152.4cm 

r 2 r 239.4 cm 

H 2 = r, /r 2 

A = M x /r, 3 B = M 8 /rj 5 
The equations to be solved by a least -squares procedure are: 

CX { = 2A -6B 
CX 2 = 2AR 2 3 -6BR 2 5 

(1) 

-SXj = A -3/2 B 
-SX 2 = AR 2 3 -3/2 BR 2 5 

The solution: 

A = 18. 561 ±0. 435 nanoteslas 
B = -1. 892 ±0. 1461 nanoteslas 

To determine the validity of these answers , these values are assume i to be 
correct and the Fourier amplitudes which they would produce are sought. Sub- 
stitution of the calculated values for A and B into (1) yields the following values 
for the expected coefficients: 

CXi = 48. 474 nanoteslas 

CX 2 e = 10. 764 nanoteslas 

SY® = -21. 399 nanoteslas 

SY 2 e = -5. 08 nanoteslas 
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Because these values are very close to the measured ones, the values tot A and 
B are assumed to be correct. Mx is calculated: 

M x = Ar 3 

M x = 656. 98 ^15 mA -ra 2 


FAR -FIELD ANALYSIS 

Far-field analysis assumes that each sensor is remote enough from the magnetic 
source that all multipoles higher than the dipole can be neglected. The field seen 
by a given sensor is then related to the dipole moment by: 

H = 2m/r 3 radially oriented sensor 

H = m/r 3 tangentially oriented sensor, 

where m is the moment parallel to the sensor, r is the radius of the sensor, and 
H is the field seen on the sensor. 


( 
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APPENDIX C 


CHRONOLOGY 


Monday, May 25, 1970 

Spacecraft placed on MTF dolly 
Initial, exposed, depermed states measured 
Tuesda y , May 26, 197 0 

Tip over deperm and standard deperm 2 done 
Induced measurements made 
Wednesday, May 27, 197 0 

Stray field measurements made 
Induced measurements made 
Thursday, May 28, 1970 

ac power to MTF turned off at 10:30 a. m. 

Power down quiet test performed 
Monday, June 1, 1970 

Solar simulation test performed 
Tuesday, June 2, 1970 

Flight probe boom depermed 
Wednesday, June 3, 1970 

Spacecraft malfunctioned — no magnetic tests performed 
Thursday, June 4, 1970 

Flight magnetometer calibrated 
Friday, June 5, 1970 

Spacecraft departed MTF at 10:20 a. m. 
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